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H U N T S V I L L E ,  A L A B A M A  35812 

IN REPLY REFER TO MFS-14552 

Dear Sir(s): 

The attached reports describe the essential components and the basic 
design concepts of the automated patient care system devised by the 
Boeing Company under contract no. NAS8-20793, Specific circuit details 
are available but have not been included since the design is currently 
being reviewed and the packaging improved. 

The system originated as a result of several requests from medical 
schools and researchers for a means of remotely monitoring several 
physiological parameters while still permitting the patients some 
freedom of movement. Two-way radio links eliminated the need for any 
'hard wiring' to the patient, and FM and pulse-code-modulation techniques 
minimize the effects of outside electrical or radio interference. A 
common transmission frequency is used by all the patient monitoring units 
with complete control being exercised by the central control station. 
The patient monitoring units may be addressed in any order and at any 
time by the central station and do not transmit data unless specifically 
addressed, thus providing a truly random-addressable system. Each patient 
may be routinely monitored, or may be closely supervised, depending upon 
the instructions of the ward nurse, doctor, or computer diagnostic program. 

The system is based to a great extent upon the concepts and circuitry now 
employed in the Saturn V launch vehicle telemetry system and has thus 
taken advantage of the latest developments in the field. The principle 
activity under the contract has been the necessary repackaging of the 
various circuitry to fit in the extremely small space within the patient 
'wrist unit'. Use of LSI circuitry and microminiaturization should permit 
substantial reductions in size, if desired..(see B68-10065, Multichannel 
Implantable Telemetry System, Ames Research Center). 

The complete system is currently undergoing test and evaluation at the 
MSFC Medical Center and it is hoped that the results of these tests will 
be available in the near future. 

James W. Wiggins, Chief 
Technology Utilization Office 
Marshall Space Flight Center 





NATIONAL AERONAUTICS AND SPACE ADMINISTRATION 
GEORGE C. MARSHALL6PACE FLIGHT CENTER 

H U N T S V I L L E ,  ALABAMA 35812 

The Technology Utilization Office w a s  es tabl ished by Congress  and by 
the National Aeronautics and Space Adminis t ra t ion  specif ical ly  to iden- 
tify and to communicate to industry those innovations , techniques , and 
concepts which have been cieveloped by or for  NASA and which have 
applications witfiin the non-aerospace indus t r ies .  Additional emphas is  
has  recent ly  been placed upon potential t r a n s f e r s  to the medical  and bio- 
engineering fields.  Specifically,  Biomedical Applications Teams  have 
been formed to work with medical  r e s e a r c h e r s  in identifying problems 
and problem a r e a s  in medicine where the re  ex is t  r e l a t ed  NASA r e s e a r c h  
p rograms  which might provide par t ia l  or even complete  solutions for 
these  problems 

The device desc r ibed  in  this  publication is a n  exce l len t  example of the 
type of t r ans fe r  which we hope to s e e  again and again as c lose r  working 
relat ionships  a r e  es tabl ished between medical  r e s e a r c h e r s  and the i r  
counterpar t s  within NASA. You and your a s soc ia t e s  a r e  invited to  con- 
t ac t  the Technology Utilization Office for a s s i s t a n c e  in identifying and 
obtaining such NASA der ived  technology as might benefit  your r e s e a r c h .  
Aduitional a s s i s t ance  i s  avai lable  through the Biomedical Applications 
Teams ,  adminis te red  by NASA Headquarters  through Dr .  Quentin Hartwig 
of the George Washington University,  D. C. 

J a m e s  W. Wiggins, Chief 
Technology Utilization Office 
Marsha l l  Space Fl ight  Center  



ABSTRACT 

The Automated Pat ient  Monitor is the d i r ec t  application of te lemet ry  
s y s t e m  developed for  and in  support  of the Saturn launch vehicle to a 
problem submitted by D r .  Ronald Lauer ,  pediatr ic  cardiologist  at the 
University of Kansas Medical Center (problem no. KU-4). Dr.  Laue r  
requested multichannel, lightweight te lemeter ing equipment which would 
f r e e  the patient for no rma l  activity. Existing s y s t e m s  ei ther  requi red  
“hard wiring” the patient to the recording equipment, o r  w e r e  very  
l imited in capabili t ies.  
very  s imi l a r  to existing sys t ems  within the launch vehicle te lemet ry  
sys tem,  i t  was relat ively easy  to devise a patient monitor  which would 
sat isfy D r .  Lauer ’s  requirements  and which had the advantage of c i r -  
cui t ry  which had been  proved during actual  launches.  
under  contract  to the Marsha l l  Space Flight Center ,  miniatur ized and r e -  
packaged the bas i c  Saturn te lemet ry  c i rcu i t ry  as shown in  the attached 
cont rac t  Final  Report .  Since only a demonstrat ion of the feasibil i ty of 
such a sys t em w a s  requi red ,  no advantage w a s  taken of the m a r k e d  r e -  
ductions in s i ze  and weight which can  be achieved through modular  and 
LSI techniques. 
s t ra t ions  and is cur ren t ly  undergoing compara t ive  t e s t s  a t  the MSFC 
Medical Center.  

Since the applications and r equ i r emen t s  were  

The Boeing Company, 

The resul t ing s y s t e m  has pe r fo rmed  well during demon- 

Brief abs t r ac t s  a r e  a l so  given of cer ta in  re lated devices developed a t  
the Ames  R e s e a r c h  Center in  California; namely,  a miniature  im- 
plantable te lemet ry  s y s t e m  designed for  use  with experimental  an imals ,  
and a n  ul t raminiature  manometer -  tipped card iac  catheter  l e s s  than 
1. 5 mm in d iameter  which m a y  be introduced into the vascular  s y s t e m  
by percutaneous techniques using s tandard 17 gauge thin w a l l  needles 
such a s  a r e  routinely used  for  venous or  arterial punctures.  

Finally,  a s  an  example of the wide range of ideas  and concepts available 
to medica l  r e s e a r c h e r s ,  a brief mention is made  of the pre l iminary  
investigations being undertaken into applications of var ious high- s t rength,  
high-purity carbons,  graphi tes ,  and composi tes  developed fo r  ae rospace  
applications but which appear  to have wide potential a s  ” rep lacement  
pa r t s”  for the human body. 
degree of bio- compatibility for  s e v e r a l  material formulations.  

Ea r ly  t e s t  r e su l t s  s e e m  to indicate a high 

Fur the r  information on these o r  other NASA derived technology m a y  be 
obtained f r o m  the Technology Utilization Office a t  the nea res t  NASA 
Center . 
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N A S A  T E  

NASA Tech Briefs are issued to summarize specific innovations derived from the U.S. space program, 
to encourage their commercial application. Copies are available to the public at  15 cents each 
from the Clearinghouse for Federal Scientific and Technical Information, Springfield, Virginia 221 5 1. 

Automated Patient Monitoring System 

Z Central * Control 
Station 2r 

A radio-linked patient monitoring system (desig- 
nated "Automated Patient Care System"), which has 
been designed and placed into operation for feasi- 
bility testing, is capable of collecting several channels 
of physiological data from as many as 64 hospital 
patients and transmitting the data to a oentral control 
station. The information is transmitted in digital form 
which can be directly processed by a computer. 

The system consists of a central control station and 
battery-operated patient units comprising small strap- 
on electronics packages designed to ensure minimum 
encumbrance and discomfort to the patients, who may 
be either ambulatory or bedridden. A complete 
patient unit including battery weighs less than one 
pound. Conventional biomedical sensors are associ- 
ated with each patient unit. Typically, sensors include 

(continued overledn 

This document was prepared under the sponsorship of the National 
Aeronautics and Space Administration. Neither the United States 
Government nor any person acting on behalf of the United States 

Government assumes any liability resulting from the use of the 
information contained in this document, or warrants that such use 
will be free from privately owned rights. 



4 electrocardiogram electrodes, 2 thermistors for 
temperature measurement, and a strain gage consist- 
ing of a mercury-filled silicone rubber tube which is 
slipped over a big toe or a thumb to monitor blood 
pressure pulsations. 

The central control station and patient units share 
a single broadcast frequency pair. A patient unit  is 
not active until it is interrogated by the control sta- 
tion and signaled to transmit ‘its data for central 
display and recording. During normal “all patients” 
operation, each of the patient units in the system is 
interrogated in turn for two seconds by a coded 
message from the central control station. In  this 
period, the patient unit addressed transmits its data to 
the central station for display and/or recording. In the 
“single patient” mode of operation, any patient can be 
continuously monitored by setting a selector switch in 
the central station to the desired patient number. 
Notes: 
1.  The feasibility of this system has been demon- 

strated in tests involving two patient units at 
distances of more than 125 feet from the central 
station. With further development, a system is 
envisioned which would enable several central 
stations to monitor the physiological condition of a 
large number of patients for routine detection and 
treatment of disease. Particularly advantageous 
application of this system would be in intensive- 
care wards. 

2. With appropriate selection of transducers and 
signal conditioning circuitry, the system could be 
used to monitor a wide variety of industrial proc- 
esses. 

3.  A related multichannel implantable telemetry 
system is described in Tech Brief B68-10065. 
Inquiries may also be directed to: 

Technology Utilization Officer 
Marshall Space Flight Center 
Huntsville, Alabama 35812 
Reference: Bb8- 10 13 1 

Patent status : 

Inquiries about obtaining rights for the commercial 
use of this invention may be made to NASA, Code 
GP, Washington, D.C. 20546. 

Source: R. E. Bedard, W. S .  Dawson, 
and R. L. 3uxton 

of The Boeing Company 
under contract to 

Marshall Space Flight Center 
(M FS-14552) 
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ABSTRACT 

This document contains a desc r ip t i on  o f  the  Automated Pa t ien t  Care System 
desiqned and develoPed under NASAIMSFC Contract  NAS8-20793. A s u f f i c i e n t  
number o f  schematics and photoqraphs are inc luded along w i t h  b lock  d ia -  
qrams t o  enable the reader t o  understand the  system operat ion.  Sect ion 
1.0 i s  an i n t r o d u c t i o n  and contains the  statement o f  work. Section 2.0 i s  
a b lock diagram desc r ip t i on  o f  t he  system w r i t t e n  f o r  the  person i n t e r e s t e d  
i n  the  system from a medical aspect. Sect ion 3.0 has a summary o f  the  
r e s u l t s  obta ined from the  prototype, and Sect ion 4.0 l i s t s  several con- 
c lus ions and recommendations. Section 5.0 i s  a techn ica l  desc r ip t i on  o f  
t he  developed system. Appendix A contains photographs o f  t he  p r i n t e d  
c i r c u i t  cards, and the  o ther  sub-assembl'ies. 
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1 .o INTRODUCTION 

The objecti ve o f  contract Nb.58-20793, "Desi q n  , Devel O D ,  Fabricate and 
Demonstrate an Automated Patient Care System" was to  demonstrate 
the f eas ib i l i t y  of acquirina physioloqical data from a human subject 
w i t h  a system that  exhibited the three followina important features: 

a. The data acquisition equipment would be small enouqh to  be attached 
t o  the subject with minimal encumbrance. 

b .  The data would be acquired over a wireless l ink.  

c .  The system would provide for  simultaneous disDlay of s i x  channels 
of physi ol oqi cal data. 

Such a system was developed and demonstrated t o  G. C .  Marshall Space Fliqht 
Center. This system provided for acquisition, disnlay and recordinq, from 
each of two subjects,  of three channels of electrocardiosranhic data, two 
channels of temnerature d a t a  taken from skin,  oral o r  rectal sensors, and 
one channel of plethesmoqraphic data obtained from a s t ra in  saqe trans- 
ducer attached to a toe or t h u m b .  
sixty-four subjects,  however, the feas ib i l i ty  was established by demon- 
s t ra t ing  w i t h  the two subjects. 

The system desian has been based on 

1-1 
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2.0 SYSTEM DESCRIPTION 

The Automated P a t i e n t  Care System cons is ts  o f  a Centra l  Contro l  S ta t ion ,  
shown i n  F igure  2-1 and up t o  s i x t y - f o u r  P a t i e n t  Uni ts ,  shown i n  F igure  
2-2. 
S t a t i o n  are  commercial u n i t s  t h a t  a re  used i n  p a t i e n t  mon i to r ing  systems 
wherein they are  connected d i r e c t l y  t o  the  p a t i e n t .  

The v i sua l  d i s p l a y  and s t r i p  cha r t  recorder  used i n  the  Centra l  

Referr ing t o  F igure 2-3, t he  general system opera t ion  cons is ts  o f  the  
operator ,  loca ted  a t  the  Central  S ta t ion ,  s e l e c t i n g  the  p a t i e n t  and data 
channel t o  be observed. No data i s  acqui red from a p a t i e n t  w i thou t  a 
request, o r  i n t e r r o g a t i o n ,  from the  Central  S ta t i on .  These requests,  
and the data from the  p a t i e n t ,  are processed f o r  t ransmiss ion over  a 
r a d i o  frequency l i n k .  

The s igna ls  requ i red  t o  i n t e r r o g a t e  the  p a t i e n t  u n i t s  a re  generated, 
encoded and t ransmi t ted  t o  the pa t i en ts  Dur ing normal "ALL PATIENTS" 
operat ion,  each o f  up t o  s i x t y - f o u r  pa t i en ts  i s  i n te r roga ted  for  two sec- 
onds by a coded message. Dur ing t h i s  two seconds, the  p a t i e n t  addressed 
w i l l  d e l i v e r  i t s  data t o  the  Central  S t a t i o n  f o r  d i sp lay  and/or recording. 
A continuous mon i to r ing  and record ing c a p a b i l i t y  c n be i n i t i a t e d  by 
swi tch ing  the  p a t i e n t  s e l e c t o r  t o  "SINGLE PATIENT". I n  t h i s  mode o f  
operat ion,  any p a t i e n t  can be cont inuously  addressed by s e t t i n g  the  p a t i e n t  
s e l e c t o r  thumb-switch t o  the  des i red p a t i e n t  number. 

Associated w i t h  each P a t i e n t  Uni t  i s  an assortment o f  convent ional  medical 
sensors at tached t o  the  p a t i e n t  
gram (EKG) e lec t rodes  two temperature t ransducers which are  encapsulated 
hea t -sens i t i ve  thermis to rs ,  and one " toe"  t ransducer which i s  a mercury- 
f i l l e d  s i l a s t i c  tube s l i pped  over the  end o f  a b i g  toe o r  thumb. This  
l a t t e r  device i s  s e n s i t i v e  t o  b lood pressure pu lsa t i ons  and i s  used t o  
i n d i c a t e  pu lse  in fo rmat ion ,  
ca l  p a t i e n t  u n i t  power supply vol tage. 

These sensors inc lude f o u r  e lec t roca rd io -  

Prov is ion  i s  a l so  made t o  moni tor  t he  c r i t i -  

The P a t i e n t  U n i t  i s  b a t t e r y  operated, p e r m i t t i n g  complete freedom f r o m  
w i red  connections t o  the  pa t i en t .  

2-1 
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FIGURE 2-1: CENTRAL CONTROL STATION 

FIGURE 2-2: PATIENT U N I T  

2- 2 
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3.0 RESULTS 

I n  the l i m i t e d  t ime a v a i l a b l e  f o r  eva lua t ion  o f  t he  system i t  was deter-  
mined t h a t  t he  approach was e n t i r e l y  f e a s i b l e  and the  q u a l i t y  o f  the  data 
was very good. 
i n t e r f e r e n c e  and b u i l d i n g  s t r u c t u r e  e f f e c t s .  

Problems were experienced i n  the  RF l i n k  due t o  ou ts ide  

S t r i p  c h a r t  record ings taken w i t h  the  system f rom a p a t i e n t  remotely 
loca ted  and mobi le a re  shown i n  F igure  3-1. 
us ing chest  e lec t rodes  placed a t  l oca t i ons  t h a t  minimize muscle movement 
a r t i f a c t s .  
c a l i b r a t e d  vo l tmeters.  This data was a l so  obta ined w i t h  the  p a t i e n t  
walk ing and per forming running- in-p lace exercises.  
were obta ined w i t h  the  system compared t o  a commercial e lect rocard iogram 
machine (Hewlet t  Packard/Sanborn Viso-Card iet te)  w i t h  the  e lect rodes 
placed on the l i m b  ex t remi t i es .  

These waveforms were taken 

P a t i e n t  temperature, both s k i n  and o r a l ,  was obta ined us ing 

Equiva lent  r e s u l t s  

Reasonable data was obta ined from the "TOE" o r  plethesmograph sensor. 
However, t h i s  data had t o  be acqui red w h i l e  the  p a t i e n t  was immobile 
(min imiz ing motion a r t i f a c t s ) .  The extremely h igh  ga in  (15 ,000~)  con- 
d i t i o n i n g  a m p l i f i e r  achieved adequate output  l e v e l s  f o r  the  very small 
changes i n  the  sensor ou tpu t  caused by the  pat ient 's pulse.  

The weight o f  the  P a t i e n t  U n i t  i s  approximately n ine  ounces and the  
p a t i e n t  b a t t e r y  pack s l i g h t l y  over s i x  ounces, f o r  a t o t a l  weight emcum- 
brance t o  the  p a t i e n t  o f  l ess  than s i x teen  ounces. The corresponding 
volumes are  n ine  cub ic  inches and s i x  cubic  inches f o r  a t o t a l  volume 
o f  f i f t e e n  cubic  inches. 

The p a t i e n t  b a t t e r y  pack l i f e  i s  ca l cu la ted  t o  be twenty- four  hours a t  
the  normal scan r a t e  o f  two seconds per  p a t i e n t  every two minutes (2% 
duty f a c t o r ) .  The l i f e  a t  100% duty f a c t o r  i s  on the  o rde r  o f  twenty 
minutes. 

Two frequency response values were obta ined f o r  t he  EKG and TOE channels: 
200 cyc les per  second when a l l  data channels a re  being observed, 340 
cyc les pe r  second when on ly  EKG and TOE are  being observed. The accuracy 
o f  the  s igna l  cond i t i on ing  averages 2% f o r  a l l  channels. 

It was determined t h a t  a h igh  l e v e l  o f  RF i n te r fe rence  caused occasional 
problems i n  t ransmiss ion and recept ion  r e s u l t i n g  i n  loss o f  s igna l  i n  
some instances. P a r t i c u l a r l y  troublesome i n  the  H u n t s v i l l e  I n d u s t r i a l  
Center were those areas conta in ing  many e l e c t r i c  o f f i c e  a ids  such as 
typewr i te rs ,  adding machines and desk ca l cu la to rs ,  Th is  i n te r fe rence  
caused occasional  i n t e r r u p t i o n s  and e r r a t i c  t ransmiss ion and recept ion  
bu t  d i d  n o t  cause erroneous data t o  be recorded. The accuracy o f  t he  
in fo rmat ion  apparent ly  was n o t  af fected by i n te r fe rence .  Another source 

3- 1 
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FIGURE 3-1: ACTUAL EKG WAVEFORMS (CHEST ELECTRODES - PAPER SPEED 50 MM/SEC) 
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3 .O (Conti nued) 

of interference which caused occasional problems was determined to  be from 
an e l ec t r i c  arc welder located several floors below the area where tes t inq 
was conducted. Here a q a i n ,  bursts of noise were observed, apparently when 
the arc  was struck. 

Serious consideration was qiven to  what  action could be taken to  eliminate 
or  minimize the effects  of  the interference discussed above. Methods fo r  
increasing the effect ive signal-to-noise ra t io  such as higher power levels 
from the transmitters more sensitive and selective receivers narrower 
bandwidths , different antenna configurations and siqnal polarizations, 
automatic gain control networks, and noise f i l t e r s  were considered. Also 
of i n t e re s t  was which RF l i n k  - t o  the pat ient ,  or from the patient - was 
being disturbed the greater. D u r i n q  t es t s  conducted a t  a distance of 
f i f t y  fee t  and through two or three plaster-board walls, indications were 
that  the l i n k  from the patient to  the central station was droppinq out 
more often than the other, even though a bandpass f i l t e r  was instal led i n  
the central s ta t ion receiver l ine.  
and inexpensive central receiver was lackinq i n  suff ic ient  capture r a t io  
and noise rejection capability i n  addition t o  h a v i n a  marginal sens i t iv i ty  
and quieting. Since i t  was n o t  known exactly how severe an interference 
level was being experienced, a decision was made to  i n s t a l l  the equipment 
a t  G .  C.  Marshall Space F l i q h t  Center. 

I t  t h e n  beqan t o  appear t h a t  the simple 

The tes t ing a t  MSFC confirmed the suspicion t h a t  the down link was sensi- 
t ive to  interference i n  a h i g h  noise, low s iqna l  level environment such 
as i s  the case when the patient i s  a t  a considerable distance from the 
central s ta t ion.  A tunable VHF telemetry receiver was obtained and 
instal led i n  the system. A noticeable improvement was observed i n  the 
number of siqnal "drop-outs" w i t h  th i s  receiver. The central s ta t ion 
transmi t t i  ng antenna was a1 so rep1 aced w i  t h  a verti  cal l y  pol ar i  zed d i  pol e 
to  further improve the operation. 

The two patient units were used fo r  additional tes t s  and sat isfactory 
operation was observed a t  distances of over 125 fee t  w i t h  two or three 
walls of unknown construction between the patient and the central s ta t ion.  
Very few signal drop-outs were experienced except when the patients were 
i n  the fur thest  reaches of the area. Those losses of signal occurring 
w i t h i n  100 fee t  of the central s ta t ion were attr ibuted to  the effects  of 
metal girders and structural  members w i t h i n  the walls and ceil ing of  the 
area, and/or t o  extreme levels of interference from office equipment and 
operation of two elevators i n  close proximity to  the t e s t  area. 
f e l t  that  an increase i n  central s ta t ion transmitter power i n  conjunction 
w i t h  a more e f f i c i en t  antenna will eliminate these effects.  

I t  i s  
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4.0 CONCLUSIONS AND RECOMMENDATIONS 

The ob jec t ives  o f  the proqram as descr ibed i n  Sect ion 1.0 have been met 
and the f e a s i b i l i t y  o f  a system such as descr ibed has been demonstrated. 

Dur ing the  development o f  the system, and i t s  operat ion,  areas requ i r inc l  
f u r t h e r  study o r  development were i d e n t i f i e d  and are descr ibed below; 

a. 

b. 

C. 

d. 

e. 

The rad io  frequency c h a r a c t e r i s t i c s  o f  the t y p i c a l  h o s p i t a l  s t r u c -  
t u r e  i n  which a n t i c i p a t e d  i n s t a l l a t i o n s  o f  the  APC system might  be 
made are n o t  the  same as those used and encountered i n  the develop- 
ment and demonstration o f  the c u r r e n t l y  e x i s t i n q  system. S p e c i f i c  
data l i n k  parameters were es tab l i shed i n  the f e a s i b i l i t y  program i n  
o rder  t o  m i n i m i  ze the equipment devel oument and 1 i censi nq problems 
f o r  t h a t  system. 
q u i r e  determinat ion o f  the a n t i c i p a t e d  environment and development 
o f  the optimum data l i n k .  

The u l t ima te  a p p l i c a t i o n  o f  the system w i l l  r e -  

I n  a t y p i c a l  app l i ca t i on ,  the cen t ra l  s t a t i o n  data would be operated 
upon f o r  l i m i t  de tec t i on  and alarm. Data storaqe and r e c a l l  would 
a lso  be made a v a i l a b l e  f o r  review o f  the p a t i e n t ' s  performance as 
an a i d  t o  diagnosis.  The present  system has been l i m i t e d  t o  conver- 
s i o n  f o r  d i s p l a y  and record ing on ly ,  which was adequate f o r  f eas i -  
b i l i t y  determinat ion.  
determined and the i n t e r f a c e  w i t h  a d i a i t a l  computer f o r  data storaqe 
and r e c a l l  should be def ined. 

Techniques f o r  l i m i t  de tec t i on  should be 

The cu r ren t  con f igu ra t i on  o f  the p a t i e n t  b a t t e r y  pack has u t i l i z e d  
r e a d i l y  a v a i l a b l e  b a t t e r y  c e l l s .  
t o  reduce s i z e  and weiqht  o f  these packs, w i t h  p r o v i s i o n  f o r  recharg- 
ins. 

I n v e s t i g a t i o n  should be conducted 

The present  Conf igura t ion  o f  the APC system has u t i l i z e d  metal-oxide 
semiconductor (MOS) - l a rge  scale i n t e a r a t i o n  (LSI )  c i r c u i t s  t o  the 
e x t e n t  necessary f o r  establ ishment o f  f e a s i b i l i t y .  
d i q i t a l  desiqn has been mechanized, i t  i s  des i rab le  t o  have t h a t  con- 
f i g u r a t i o n  fab r i ca ted  by a s u p p l i e r  i n  a t o t a l  LSI conf igura t ion .  
The f e a s i b i l i t y  o f  LSI c i r c u i t s  f o r  t h e  data l i n k  equipment should 
a l so  be establ ished.  

Now t h a t  the  

The c u r r e n t  con f igu ra t i on  o f  the system permi ts  mon i to r inq  o f  th ree  
EKG channels, one " toe"  channel and two temperature channels. The 
f e a s i b i l i t y  o f  processing o the r  phys io log i ca l  parameters should be 
es tab l  i shed. 
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5 .O TECHNI GAL DESCRIPTION 

The Automated Patient Care system consists .of small ., self-powered data 
acquisition equipment to  be attached t o  the patient,  and a central s ta t ion 
capable of  the command and control functions necessary to  acquire, over a 
wireless RF l ink,  seven channels of data from each of sixty-four patients 
and to  subsequently display and/or record this data. The inherent re- 
q u i  rements of the patient u n i  t dictate  that  microminiaturization techniques 
be used exclusively i n  any final operating system. For this reason MOS 
circui t ry  was used in implementing the logic functions, since large scale 
integration techniques used i n  fabricating MOS logic are well established. 
The three s h i f t  registers and a l l  of the A / D  logic functions of the patient 
u n i t  are themselves complex monolythic MOS devices. Of parallel importance 
to  s i ze  is  low power consumption i n  the patient u n i t .  T h e  approach used 
here was to  f i r s t  minimize the operating power and then to  use power 
switching techniques s 0  that  s ignif icant  amounts o f  power are consumed 
only d u r i n g  the time a patient is  being interrogated. 

Microminiaturization and low power techniques for  the RF c i rcui t ry  however, 
are somewhat more d i  f f i  cul t. 
as much as practical the requirements and complexity of the RF l i n k .  
this reason a dual channel, binary coded FM data l i n k  was selected as 
showing the most promise i n  providing a secure, short  range RF link. 

5.1 DATA PROCESSING SUBSYSTEM 

Consequently, i t  was necessary to  simp1 i fy 
For 

The data processing as considered herein consists of the circui t ry  direct ly  
associated w i t h  an operation on the data i t s e l f .  T h i s  includes the collec- 
t ion,  conditioning, multiplexing and analog to  digi ta l  conversion processes 
of the patient u n i t ,  and the demul tiplexing and reconversion functions of 
the central s ta t ion  equipment. 

5.1.1 Patient U n i t  

The four main data processing functions of the patient u n i t  are shown i n  
the block diagram of Figure 5-1. The physiological data to  be monitored 
is  first collected by the appropriate instrumentation. 
ta t ion consists of two basic types: electrodes attached t o  the patients 
s k i n ,  and used to  sense the bioelectrical potentials generated by cardiac 
ac t iv i ty ,  and the second i s  the transducer. Falling i n  this l a t t e r  cate- 
gory are the thermistors which are used t o  sense both internal and exter- 
nal temperature, and the mercury s t r a in  gage that  i s  used as a volume 
transducer t o  provide an indirect  blood pressure or pulse indication from 
one of the patient d i g i t s .  

Due t o  the diverse types of instrumentation and the source impedance, 
signal levels ,  and frequency characterist ics o f  the data to  be monitored, 
a reasonably complex system o f  signal conditioning is necessary to  prepare 

This instrumen- 
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5.1.1 (Continued) 

the data for  mu1,tiplexing and ultimate conversion into binary form by the 
analog to  d ig i ta l  converter. 
dance transformation and amplification of the low level signals such tha t  
a h i g h  level multiplexer may be used t o  sample the seven channels of data. 
The r e s u l t i n g  pulse amplitude modulated (PAM) wave t r a i n  is  then fed i n t o  
a s inule ,  programmable g a i n  signal conditioner which establishes the 
quiescent levels and peak amplitude of the data which i s  required for  inter-  
face compatibility w i t h  the 0 t o  5V conversion capability of the analog to  
digi ta l  converter. The relative signal levels frequency capabili ty,  and 
overall gain o f  the s igna l  conditioning c i rcu i t ry  for  the various channels 
are summarized as follows: 

Signal conditioning i s  performed by impe- 

Ch anne 1 s Si  qnal Range Overall Gain Frequency 

3 - EKG 0 - 10 mV 50 0 1 - 800 HZ 
2 - Temperature 1 - 50 mV 100 DC - 800 HZ 
1 - Pulse 0 - 30 pV 15,000 1 - 800 HZ 

The multiplexing function tha t  was mentioned previously i s  performed i n  
dual, six-swi tch MOS devices which are proqrammed and activated by the 
appropriate logic c i rcui t ry .  Since a h i g h  common mode rejection is  
necessary i n  the s igna l  conditionina circui t ry  ( t o  minimize a r t i f ac t s  and 
60 cycle pickup) a two pole multiplexer switch i s  required t o  t ransfer  the 
different ia l  data l ines .  The common signal conditioner accepts the differ-  
ent ia l  PAM signal from the multiplexer and converts i t  t o  a siqnle ended 
output which is then fed to  the A / D  converter. 

The A / D  converter i s  a successive approximation type operating a t  a 40 KHz 
clock rate  and consists of single chip MOS logic c i rcui t ry ,  an 8 - b i t  
binary ladder network, a comparator, and a 5 - v o l t  reference source. 
result ing 10-bit message contains eight b i t s  of binary information and 
two time s lo t s  which are used to  provi.de multiplexer switching and s e t t l i ng  
time. 
which establishes the RF link to  the central s ta t ion receiver. 

The 

The binary data i s  then fed direct ly  in to  the patient transmitter 

5.1.2 Central Station 

A block diagram i l l u s t r a t ing  the major functions of the central s ta t ion 
equipment is  shown i n  Figure 5-2. 
equipment are readily followed by s ta r t ing  a t  the receiver output and 
progressing to  the right.  The ser ia l  binary data is  f irst  "clocked" into 
a shif t  reg is te r  whose parallel o u t p u t s  are loaded i n t o  a binary weighted 
summing network where the conversion of the digi ta l  message back to  an 
analog s igna l  i s  accomplished. Since the data i s  being "clocked-in" con- 
tinuously the output of the summing amplifier i s  a constantly changinq 

The data processing functions of this 

nalog signal b u t  the data is  valid only d u r i n q  the time the regis ter  i s  
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5.1.2 (Cont i  nued) 

loaded w i t h  a single coherent word. For this reason the summing amplifier 
o u t p u t  must be correctly sampled before being demultiplexed into the seven 
original channels of data. Both of the above functions are performed i n  a 
seven-channel MOS switch network whose outputs are fed into sample and hold 
circui t ry  consisting of memory capacitors and junction f i e ld  e f fec t  tran- 
sistors d r i v i n g  operational amplifiers e The output impedance of these 
amplifiers is  suff ic ient ly  low ( less  than 1 ohm a t  DC)  t o  drive short  trans- 
mission l ines and the necessary display and recording equipment. 

5.2 LOGIC SUBSYSTEM 

The logic subsystem, as i n  the case of the data processinq subsystem, has 
sub-functions which are located i n  both the central s ta t ion equipment and 
the patient u n i t .  The basic function of the logic subsystem is t o  supply 
a l l  the command and control functions necessary i n  a randomly addressable 
data l ink.  

5.2.1 Patient U n i t  

The primary logic functions performed i n  the patient u n i t  include clock 
s t r ip-out ,  and a l l  of the commando decodinq, and switching functions 
required such as address recognition (both patient and channel address), 
power switching, and s t a r t  o f  conversion. Referrinq to  the block diagram 
o f  Figure 5-1, the binary data from the receiver is fed into a clock gen- 
e ra tor  where the clock t i m i n g  information i s  stripped from the incoming 
signal and routed to  the appropriate c i rcui t ry .  Referring t o  the d i g i  t a l  
format i l l  ustrated i n  Figure 5-1, the BUZZ signal i s  followed two b i t -  
periods l a t e r  by the 10-bit binary coded signal which carries the patient 
address and the information channel address t h a t  i s  desired. I n  addition, 
a "bracket" pulse i s  always transmitted as pulse number one and ten, and 
is  used t o  i n i t i a t e  address  readout only when the address sh i f t  reqis ter  
i s  f u l l ,  t h u s  i n s u r i n g  a coherent word. 

Following the BUZZ signal and resultant "address power activate' '  sequence, 
an address unique t o  only one of the possible sixty-four units is  trans- 
m i  t ted.  
w h i c h  automatically removes address power and returns the units t o  t he i r  
inactive or  quiescent s t a t e .  
i n  the address c i rcui t ry  (168 mW) is reduced by a .013% duty cycle to  an 
effect ive power consumption o f  only twenty-two microwatts. The standby 
power consumpti on of the logi c ci rcui t ry  w h i  ch includes the clock generator, 
BUZZ detector, and power switching functions, amounts t o  76 mW. 
address 5s decoded as a valid command by the addressed u n i t ,  the main 
power control c i rcu i t ry  is  activated which switches on main power and 
thereby activates a l l  the r e s t  o f  the patient u n i t  functions. 
functions are channel decoding, which activates the proper mu1 t iplexer 
channel, and the s t a r t  conversion signal which in i t i a t e s  the analog t o  

A1 1 units whi ch decode an incorrect address activate ci rcui t ry  

In this way, the considerable power consumed 

When the 

Two of these 

5-5 



D5- 1 341 5 

5.2.1 (Continued) 

digi ta l  conversion sequence. The 10-bit binary address i s  repeated f o r  
every 250 microsecond data sample which maintains oositive synchronization 
and identity between central and patient u n i t s .  Followinq activation, the 
patient u n i t  will continue to  respond t o  each correct address u n t i l  an 
a l ternate  p a t i e n t  address i s  decoded a t  which time internal logic functions 
operate to  remove both address power and main power to  return the u n i t  t o  
i t s  former inactive s t a t e .  
address, a BUZZ siqnal (which is repeated a t  two second intervals)  must 
precede a valid interrogation. 
power consumed, (exclusive of receiver power) amounts t o  about 1400 mW; 
however, when interroqated for  a two second period every one hundred and 
twenty-eight seconds, as i s  the case d u r i n g  normal operation, the approxi- 
mately 1.6% duty cycle reduces the average power consumed to  22.6 mW. 

I n  order for  the u n i t  t o  again respond to  an 

Dur ing  patient interrogation the total  

5.2.2 Central Station 

The central s ta t ion logic c i rcui t ry  has few constraints regarding power and 
s ize .  Consequently, SCIC integrated c i r cu i t  functions consistinq of separ- 
a te  JK binary elements and DTL NAND/NOR gates are used t o  generate the 
various programming functions. Figure 5-2 depicts, in simplified block 
form, some of the more s ignif icant  functions. The basic system operating 
frequency (40 KHz b i t  ra te )  i s  derived from a 160 KHz clock which is  also 
used to  develop the various pulse widths  used i n  message encoding. 
Hz clock i s  used t o  drive the patient address sequencing counter and also 
to  i n i t i a t e  the BUZZ insertion circui t ry  pr ior  to  each ''next patient" 
command. 
and t o  generate the channel sequencing codes. The "five-bi t" patient 
address code and the " two-b i t "  channel code are loaded through decoding 
networks i n t o  a 10-stage message formatting sh i f t  regis ter  where bracket 
control pulses are added i n  positions one and  ten. The message i s  then 
se r i a l ly  shifted out and i n t o  the central s ta t ion transmitter where the RF 
command l i n k  to  the patient units is  established. The automatic channel 
sequenci ng and address sequencing circui t ry  are both provided w i t h  manual 
override controls such that  one patient and/or one channel may be called 
up for  continuous monitor. 
binary codes to  drive nixie readout tubes f o r  visual indication o f  the 
patient and channel being interrogated. 
by the central s ta t ion  logic subsystem is the t i m i n g  and demultiplexinq 
signals required by the D/A and sample and hold c i rcu i t ryf i r  reconstitutinq 
the binary data from the patient u n i t s  in to  visual displays, 

5.3 RF SUBSYSTEM 

The 0.5 

An eight-stage counter i s  used t o  perform word counter operations 

The loqic c i rcui t ry  a l s o  provides the necessary 

One other major function provided 

The RF subsystem consists of a two-way wireless l i n k  operating i n  the VHF 
range a t  a minimum power level consistent w i t h  obtaining rel iable  two-way 
communication. 
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5.3.1 Central Station To Patient L i n k  

The central s ta t ion transmitter, shown i n  Fiqure 5-3, operates a t  48 MHz 
a t  a power level of 100 mW measured into a 50 ohm load. Digital signals 
from the logic c i rcu i t s  modulate the transmitter to  produce a PCM/FM output. 

The osc i l l a to r  i s  of a modified Colpitts type which uses a voltage sensi- 
tive capacitor (varactor) i n  the collector. The digi ta l  pulses are applied 
t o  the varactor causing an increase i n  frequency w i t h  an increase i n  voltage. 

Following the osc i l la tor  is  a buffer amplifier and two power amplifiers. 
The ou tpu t  of the transmitter is  applied t o  the central s ta t ion dipole 
antenna. 

The patient receivers, shown i n  Figure 5-4, are fixed-tuned, RF amplifiers 
u t i l i z inq  a slope-tuned detector as a frequency discriminator. 
AFC capacil i ty is  incorporated and the sens i t iv i ty  and noise figure are 
only suf f ic ien t  t o  allow reception of proper signals from the central 
s ta t ion.  
the signals from the patient transmitter. 
t o  keeping size, weight, and power consumption t o  a minimum. 

No AGC or  

A bandpass f i l t e r  i s  employed i n  the i n p u t  as an aid in rejecting 
Prime consideration was given 

The output of the patient receiver i s  an exact reproduction of the digi ta l  
pulses applied to  the modulation i n p u t  of the central transmitter. 

5.3.2 Patient To Central Station L i n k  

The patient transmitter, Figure 5-5, operates a t  a frequency o f  79 MHz 
w i t h  a power output of 50 mw i n t o  a 50 ohm load. Frequency modulation 
i s  accomplished by applying the digi ta l  pulses t o  the base of a Colpitts 
osc i l la tor .  The change i n  base current causes a change i n  base-emitter 
junction capacitance and provides a frequency change. 
output i s  amplified by the buffer amplifier and applied to  the patient 
antenna which i s  simply a th i r ty  inch length of hookup wire coiled up and 
taped to  the top of the 2" x 2 1/2" signal conditioning and logic module. 
Loading of the antenna is simplified by u s i n g  a variable capacitor i n  the 
output of the amplifier. 

The osci 1 l a to r  

The RF section of the central s ta t ion  receiver, Figure 5-6, i s  patterned 
a f t e r  the patient receiver except fo r  the addition of t u n i n g  capacitors 
and another stage o f  l i m i t i n g .  The  discriminator output i s  increased by 
two stages of amplification, is inverted, and the output referenced to  
3.3V to sa t i s fy  A/D requirements. As w i t h  the patient receiver, no AGC 
o r  AFC capability exists. Sensi t ivi ty  of the central s ta t ion i s  somewhat 
be t te r  than the patient receivers since the variable capacitors allow for  
f iner  t u n i n g  and select ivi ty .  T h i s  greater sens i t iv i ty  permits the use of 
a lower power pat ient  transmitter. A bandpass f i l t e r  is  placed i n  ser ies  
w i t h  the receiver i n p u t  t o  re jec t  the central s ta t ion transmitter fre- 
quenci es. 
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5.3.3 Frequency Selection 

Several studies and trades were conducted t o  determine the best frequencies 
for  use i n  the two way link. Of prime consideration was existing " t r a f f i c "  
i n  the area which would cause interference. Other important considerations 
included FCC regulations governing power levels and frequencies, and com- 
ponent si ze and avai 1 abi 1 i ty .  

The use of l inear  integrated circui ts  i n  the patient receiver was deemed 
desirable i n  order t o  keep s ize  to  a minimum. 
avai 1 ab1 e integrated ci rcui t s  are designed fo r  operati on primari ly  below 
100 MHz. Use of these devices a t  higher frequencies would have required 
more stages to  compensate for  lower gain per stage. 
path effects  also had  t o  be considered a t  the hiqher frequencies. 

Inexpensive and readily 

P a t h  losses and multi- 

Several frequency ranges were eliminated due to  interference o r  as poten- 
t i a l  causes of interference. These ranqes include the c i t izen ' s  band, 
commercial FM band (88 - 108 MHz), amateur band (50 - 54 MHz) and several 
other bands used by local law enforcement, a i r c ra f t ,  e tc .  
particularly clear,  
was i n  the 70 - 80 MHz range. The patient receiver was designed a t  the 
lower frequency to  take advantage of the higher gain. 

Two transmitters were designed for  use in evaluating the chosen frequency 
ranges and comparisons were made with tes t s  conducted u s i n g  "walkie-talkie" 
transceivers a t  27 MHz and 150 MHz. Results were favorable and hardware 
design centered on 79 MHz for  the patient t o  central s ta t ion link and 
48 MHz fo r  the central s ta t ion t o  patient l i n k .  

Two areas seemed 
The f i r s t  was in the 40 - 50 MHz range and the second 

5.4 POWER 

The basic desiun qoal used f o r  the primary power source on the patient 
u n i t  was t h a t  i t  be capable of operating fo r  a t  l eas t  twelve hours a t  a 
f ive percent d u t y  cycle and that  i t s  volume be no greater than s ix  cubic 
inches. The demonstration unit displaces 5.85 cubic inches, weighs 190 
gms, and supplies the required power for  twenty-four hours i n  the normal 
scan mode of operation ( i  .e . ,  2% duty cycle). The basic building block 
for  the battery pack is  a 1.5 volt s i l ve r  oxide cell  rated a t  160 mA hours 
of energy. 
networks to  supply the following energy and voltage levels. 

Sixty-eight ce l l s  are combined i n  both ser ies  and parallel  

-13.3 + 1V 
+13.3 1V 6 mw (3 2% duty cycle 
+1.25 + .25V 115 mw (3 2% duty cycle 
-27.3 i 1V @ 248 mw @ 2% duty cycle p l u s  16 mw continuous 
+7 - + IV @ 102 mw continuous 

505 mW (3 2% duty cycle p lus  60 mw continuous 
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5.4 (Continued) 

Considering duty cycle and a twenty-four hour period, approximately 5000 
m-  hours i s  required of the battery pack. 
specified 16,000 mw-hours of stored energy in the battery package; however, 
the accuracy o f  the data i s  degraded due to  the change in voltage levels ,  
beyond about 5000 mw-hours. 
s ix  ser ies  t rans is tors  configured fo r  the most part  t o  be driven d i rec t ly  
by the MOS logic Circuitry and t o  consume a m i n i m u m  of power i n  the s tand-  
by s t a t e .  

In actual f ac t  there is  a 

The power switching c i rcu i t ry  consists o f  

5.5 PACKAGING 

The requirements fo r  a small, l i gh t  weight package t o  be strapped t o  the 
arm of a patient d ic ta te  tha t  considerable e f fo r t  be expended on the micro- 
miniaturization and packaging of the Patient Unit. The approach uses small 
modular boxes fabricated from thin brass sheet metal. Seams and covers 
are made by soldering . 
The Patient Unit consists of  four major components: logic and data pro- 
cessing u n i t ,  receiver, transmitter,  and battery pack. Organization and 
layout of components on the printed c i r cu i t  cards used in the logic and 
data processing modules can be seen i n  Figures A-3, A-4 and A-5 of Appendix 
A. 

The design goal f o r  package s i ze  was thir teen cubic inches including power 
supply. 
which i s  battery pack. Subminiature, h i g h  energy ba t te r ies  suitable fo r  
this  application were unavailable and the f ina l  design u t i l i zed  standard 
s i l v e r  oxide hearing aid bat ter ies .  

No specif ic  design goal was set  f o r  the weight o f  the patient unit b u t  i t  
was estimated tha t  a strap-on device having a weight of over two pounds 
would be uncomfortable. 
the battery pack which weighs 6.6 ounces. 

5.5.1 

The  complete patient strap-on u n i t  i s  shown i n  Figure A-8. 

The actual volume i s  fifteen cubic inches, nearly one third of 

The present u n i t  weight is 15 3/4 ounces including 

Logic and Data Processing Module 

The logic,  signal conditioning, and power switching c i rcu i t ry  of the 
patient unit  a re  constructed on three 2" x 2" double-sided p r i n t e d  c i r -  
cu i t  cards which are  hard wired together and packaged in a 2" x 2 1/2"  x 
1" brass case w i t h  feed through capacitors on a l l  leads brought out o f  the 
enclosure. A photograph of a pat ient  u n i t  showing i t s  "book-like" con- 
struction i s  shown i n  Figure A-6. T h i s  technique allows access to  both 
sides of each card subsequent t o  f inal  hard w i r i n g  t o  f a c i l i t a t e  mainten- 
ance and checkout procedures. Figure A-7 shows the module out of i t s  
enclosure. In a practical  system, some form o f  potting o r  conformal coat- 
i n g  would also be used on each printed circuit card which would allow 
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5.5.1 (Con ti nued) 

for  considerable physical abuse such as shock and accidental wettinq. 
Power between patient electronics and the battery pack i s  supplied through 
a cable and a miniature 25-pin Winchester connector, while the i n p u t  and 
output instrumentation and signal lead connections are made through i n d i v i d -  
ual miniature p i n s  and p i n  jacks. 

5.5.2 Patient Receiver And Transmi t t e r  

As i n  the case of the logic modules the receiver and transmitter are con- 
tained i n  small sheet metal modules fabricated such tha t  the circui t ry  is  
eas i ly  accessible i n  a compact and l i g h t  weight package- The majority o f  
the space i n  the receiver i s  taken up by f e r r i t e  core inductors and inte- 
grated c i r cu i t  amplifiers packaged i n  TO-5 cans. All components are 
mounted on printed cards i n  both the transmitter and receiver. 
dimensions of the receivers are 3.8 x 1 .O x 0.54 inches. The dimensions 
of the transmitters are 1.82 x 1 .O x 0-57 inches. The receiver w e i g h t  i s  
less t h a n  2.5 ounces and the transmitter weight i s  1.6 ounces. 

5.5.3 Battery Pack 

Overall 

The battery pack is fabricated u s i n g  the Eveready S76E s i lve r  oxide cell  
as the basic element. These ce l l s  are 0. 55 inches i n  diameter and 0.2 
inches i n  height. Since both ser ies  and parallel  combinations of the 
basic elements were necessary, the packaging approach used for  the demon- 
s t ra t ion  units consisted o f  stacks of ce l l s  under s p r i n g  tension w i t h  
ribbon leads welded t o  the end elements for the electr ical  connections. 
Sixty-eight ce l l s  are t h u s  packaged i n  a 2.5" x 3.6" x .65" p las t ic  case 
to  produce the five voltages and 5000-lrrw hours of energy required. 
weight o f  the pack i s  6.6 ounces. 

Total 
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T h i s  section contains photographs o f  the various units used i n  the Auto- 
mated Patient Care System. 

Figures A-1 and A-2 show the large printed c i r cu f t  cards used i n  the cen- 
t ra l  s ta t ion  f o r  progra ersion and sample and hold c i rcu i t s .  
Figures  A-3, A-4, and logic and signal conditioning cards. 
F igures  A-6, A-7, and A-8 d data processing u n i t  
i n  several stages o f  asse photograph o f  the 
Patient U n i t  strapped on 
Central Control Station 

s the complete 

-0 



D5- 1 341 5 
APPENDIX A 

COMPONENT SIDE 

REVERSE S I D E  

FIGURE A-1: CENTRAL STATION PROGRANMER - PRINTED CIRCUIT CARD A 2  
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APPENDIX A 

FROHT SIDE 

REVERSE SIDE 

FIGURE A-2: D/A CONVERTER AND SAMPLE AND HOLD CIRCUIT - PRINTED CIRCUIT 
CARD A I  
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RSE S I D E  

FIGURE A-3: 
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FRONT SID,E 

REVERSE SIDE 

FIGURE A-4: PATIENT SIGNAL ~ 0 ~ 5 ~ ~ ~ 0 ~ X ~ ~  CARD 
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FIGURE A-9: P 

FIGURE A-10: CENT 
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APPENDIX B 

This section contains Central Station and Patient Unit block diagrams 
similar t o  those o f  Figure 5-1 and 5-2 b u t  with additional explanation 
and de t a i l .  

Also included are  representative c i r cu i t  diagrams showing the spec i f ic  
u t i l i za t ion  o f  integrated c i r cu i t  devices in the design o f  analog and 
digi ta l  networks. 
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APPENDIX B 

T Y P I C A L  PATIENT U N I T  CIRCUITRY 

S H I F T  REGISTER FUNCTIONS - M S I  MOS D e v i c e s  (MEM 3 0 1 2  SP and MEM 3 0 0 5 P P )  
LOGIC FUNCTIONS - MEM 2009, 6 - S w i t c h  MOS F l a t  P a c k s  a n d  D i s c r e t e  

R e s i s t o r s  
A / D  CONVERTER - MEM 3014 

u A 7 1 0  C o m p a r a t o r  
R/2R, 8 B i t  L a d d e r  N e t w o r k  

ANALOG FUNCTIONS - u A 7 0 9  O p e r a t i o n a l  Amp1 i f i e r s  

-13 v 

FIGURE 8-2 MOS NOR GATES 

e I N  

FIGURE B - 3  HIGH INPUT IMPEDANCE PREAMPLIFIERS 

FIGURE B - 4  BRIDGE (TOE LOOP) PREAMPLIFIER 
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APPENDIX B 

TYPICAL PATIENT U N I T  CIRCUITRY (CONTINUED) 

e I N  

G A I N  CONTROL 

F1GURE.B-5 P GRAMMABLE SIGNAL CONDITIONER 

+13 V 13 V 
BATTERY C-POWER 

FIGURE 8-6 POWER SWITCHING CIRCUITRY 
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APPENDIX B 

TYPICAL CENTRAL STATION CIRCUITRY 

J K  FLIP FLOPS - N/C 826F 
SHIFT REGISTERS - 1 J K  F l i p  F l o p / S h i f t  Regis ter  Stage 
DECODING - DTL 930 & 946 Nand Gates 
CLOCKS, 160 Hz & .5 Hz - Un i junc t ion  Trans is to r  O s c i l l a t o r s  
ANALOG SWITCHING FUNCTIONS - 6 Gate MOS F l a t  Pack MEM 2009 

+15 VDC 

-15 VDC 
0 - 

FIGURE 8-8 SAMPLE AND HOLD CIRCUITRY 

+4 v - -  
ov - -  

OUTPUT 

-13 v 

FIGURE B-9 DTL ( S C I C )  TO MOS INTERFACE CIRCUITRY 
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TYPICAL CENTRAL STATIO CIRCUITRY ( C O ~ T I N U E D )  

-15 v 

6.2 V -5 .1 VDC OUTPUT 
REF 

._I - 
FIGURE B - I O  REFERENCE VOLTAGE CIRCUITRY FOR D/A CONVERTER 

TO REFERENCE 
VOLTAGE THROUGH 
ANALOG SNITCHES 

TO SAMPLE AND 
HOLD CIRCUITRY 

9 

FIGURE B - 1 1  SU P L I F I E R  FOR D/A CONVERTER 

B-7 



March 1968 Brief 68- 10065 

NASA Tech Briefs are issued to summarize specific innovations derived from the U.S. space program, 
to  encourage their commercial application. Copies are available to the public at  15 cents each 
from the Clearinghouse for Federal Scientific and Technical Information, Springfield, Virginia 221 5 1. 

T 
To develop a multichannel telemetry system suitable 

for chronic implantation in animals to monitor a 
variety of physiological parameters. It is desirable 
to design the system such that the number of channels 
can easily be increased or decreased depending upon 
the requirements of the experimenter. 
The s Q i ~ t ~ ~ ~ :  

A hermetically sealed unit using a time-sharing 
multiplex scheme to commutate between various 

sensor inputs. To date experiments requiring multi- 
ple pressure sensors, EKG, and temperature have 
been accommodated. Units having 5 and 8 channels 
have been built and tested. The essential features of 
small size and low power required for implantable 
physiological telemetry have been achieved without 
sacrificing accuracy and reliability. 

The telemetry system is shown as a block diagram. 
The upper section of the figure shows the implanted 

tconlinued ovcrlcan 

This document was prepared under the sponsorship of the National 
Aeronautics and Space Administration. Neither the United States 
Government nor any person acting on behalf of the United States 

Government assumes any liability resulting from the use of the 
information contained in this document, or warrants that such use 
will be free from privately owned rights. 



transmitter part of the system. The' lower part of the 
figure is the receiving and demodulating equipment 
that provides an analog signal suitable as an input to 
a pen recorder. 

The ring counter is the key element in the opera- 
tion of this multichannel transmitter. A nand gate 
ring counter is used as a commutator to operate a 
series of solid-state switches. There is one switch for 
each input channel and these are operated in a sequen- 
tial manner by the commutator. The commutated 
signal is amplified slightly and then applied to a sub- 
carrier oscillator. The subcarrier oscillator is used in 
the system to allow accurate coding of the signal for 
RF transmission. The subcarrier oscillator generates a 
series of pulses with a period between pulses of ap- 
proximately 0.7 msec. Each pulse generated by the 
oscillator is used to advance the ring counter and the 
solid-state switch one position to sample the next 
analog input. The oscillator pulses are also used to 
frequency modulate an RF oscillator. The R F  signal 
is then radiated by means of an antenna to the receiv- 
Iilg sptem. 

Each sensor is connected to the transmitter by lead 
u ires contained i n  medical grade tygon tubing. 
Another tygon-covered lead connects to the battery 
and a magnetic latching switch, which are usually 
placed just under the skin of the animal, to facilitate 
operation of the switch and renewal of battery. With 
this arrangement, long-term (1-2 year) telemetry 
experiments are possible. 
Motes : 
1 .  One of the multiple channels is used for reference 

and calibration purposes to obtain long-term sys- 
tem accuracy and stability. 

2. The basic operation, except for the addition of a 
multichannel capability by means of a commutat- 
ing switch, is similar to that of single-channel cir- 
cuits that have been described in NASA Tech 
Briefs 64-10171, 66-10057, and 66-10624. These 

3 .  

4. 

5. 

6. 

Tech Briefs are available from the Clearinghouse 
for Federal Scientific and Technical Information, 
Springfield, Virginia 22 15 1 : price $0.15 each. 
The following is a summary of the major system 
performance characteristics: 
Number of channels--Systems with five and eight 

channels have been tested, but the system can 
easily be adapted to more or less channels. 

Sample rate--Approximately 0.7 msec per channel. 
Frequency response-DC to 5 0  Hz. 
Transient response-5 to 7 msec for five-channel 

system. 
Input impedance-Suitable for 5K strain-gage 

bridges, or approximately 150K when used with 
biopotentials such as EKG. 

Noise level-Less than 20pV peak to peak, includ- 
ing cross-modulation 

Radio frequency-88-108 MHz. 
Power supply-2.7 V(2 mercury cellsj. 
Battery drain-Approximately 2.5 ma for the 

transmitter system. (The total current required 
by the three pressure cells and reference bridge 
used in this instance is 1 ma.) 

Operating life-200 hours continuous operation 
using a 500 ma-hr battery. 

Size-Transmitter (independent of battery and 
transducers) approximately 1 cm by 2 cm by 8 
cm . 

Weight-Transmitter, 70 gm. (Two 500-ma-hr 
mercury cells (pacemaker type); 16gm.) 

The size and weight could be reduced further by 
using integrated circuitry. 
An encapsulated transmitter has been implanted in 
a dog and heart measurements have been success- 
fully telemetered to a distance of 200 feet. 
Additional details are contained in a paper, A 
Multichannel Implantable Telemetry Sy.ytem, by 
Thomas B. Fryer, Harold Sandler, and Boris Dat- 
now, which was presented at the 7th International 
Conference on Medical and Biological Engineer- 
ing, August 15-19, 1967, Stockholm, Sweden. 
Copies of this paper are available from: 

Technology Utilization Officer 
Ames Research Center 
Moffett Field, California 94035 
Reference: B68- 10065 

a ~ e ~ ~  status : 
This invention is owned by NASA, and a patent 

application has been filed. Royalty-free, nonexclusive 
licenses for its commercial use will be granted by 
NASA. Inquiries concerning license rights should be 
made to NASA, Code GP, Washington, D.C. 20546. 

Source: T. B. Fryer 
(ARC- 10083) 
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NASA Tech Briefs are issued to summarize specific innovations derived from the U.S. space program, 
to encourage their commercial application. Copies are available to the public at  15 cents each 
from the Clearinghouse for Federal Scientific and Technical Information, Springfield, Virginia 22 15 1. 

U ~ ~ r a ~ i n ~ a t ~ r e  er- iESC 

Metal Braid 

Kovar Housing 

,0026 mm Membrane 

Panded Wire 

:e Pressure 

Stranded Wire 

Reference Pressure 
,0026 mm Membrane 

Y H e a t  Shrinkable Plastic Tubing 1.4 mm Diameter Transducer 

A miniature diaphrasm-type capacitance transducer 
capable of being mounted on the end of a cardiac 
catheter has been developed for measurement of 
intravascular pressures. Cells have been developed 
having diameters of 2.25 m m ,  1.4 mm, 1.2 m m  and 
most recently 1.0 mm. These latter cells have been 
mounted on catheters 100 cm long in order to allow 
for insertion of the pressure transducer and catheter 
by percutaneous techniques using standard 17 gage 
thin wall needles (ID = 1.1 mm) which are routinely 
used for venous or arterial punctures in humans. 

A diagram of the 1.4 mm pressure cell is illustrated. 
The two plates for the capacitor used for sensing 
pressure consist of a cell diaphragm (1.4 mm in 
diameter and 0.0026 mm thick) and a film of platinum 

fired onto a glass core separated by an air gap of 
0.005 mm. The central metal tube in the cell provides 
an electrical connection to the platinum fllm and for 
passage of reference pressure to the capacitor air 
space. Air passage through the cable is provided by 
the central plastic tube which may be left open to 
atmosphere or used for pressure calibrations. 

The electronic system connected to the catheter for 
sensing pressure consists of a capacitance bridge 
network excited by a 100 K H z  crystal oscillator, a 
low noise transistor amplifier and an appropriate 
demodulator to produce an analog signal (dc to I O  kc) 
for a recorder or display on an oscilloscope. The 
natural frequency of the 1.4 mm cell in air is 82 K H r .  
The cell is linear within 12, from 0 to 200 mm Hg with 

(wni tnucd  ovcrlc.!I I 
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a resolution of 1 mm Hg, Its temperature effect is 
slight \\ith a rero shift ofO.l5",, FS/"C ( 3 5 , 5 O  to 44°C) 
and neplipible sensiti\it> shift. 

Units ha\e been used to catheterire the left \en- 
trick \ ill the femoral iind carotid arteries i n  dogs. A 
t>pical arterial trriciiif from the arch of the aorta is 
shonn using the 1.2 mm catheter device compared to 
;i siniultaneouslk obtained tracing from the same site 
using a commercially available manometer-tipped 
catheter. The tracing from the capacitance cell has 
been purposely displaced downward to illustrate the 
similarity of wave forms. 

These transducers are presently being evaluated in 
man. These manometer-tipped catheters, which can be 
inserted percutaneously through a needle, will replace 
techniques for measuring left heart pressures that use 
fluid filled catheters or procedures which require cut- 
downs on arteries for insertion of 7F to 9F catheters. 

Notes : 
1 .  Although the principle of operation of this trans- 

ducer I \  exact11 the same as that described in the 
references. nocel features of this invention are 
e \ t re me in in i a t u r i za t i o n a n d the success fu  1 addition 
of m 1 n 1 a t  LI r e 1 ea d 5 protected by heat -s h r i n k a b le 
pla\tic tubing nhich 1 5  compatible with fluids 
i n  the circulator} 

2. B) virtue o f  these improvements, the transducer 
can be inserted in smaller duct5 (arteries and veins) 
without disturbing the flow characteristics. It 
would he very useful for making measurements in 
babies. for example. 

3. 

4. 

5.  

These transducers were originally designed for use 
in mind tunnels for pressure survey probes and for 
the telenietr) of pressure data from sm,ill free- 
Right models. Additional detnils ;\re contained in: 
a .  NASA Tech Brief: Lt't4id P r c ~ r r e  Traristiirc~er 

Made a$ Sinall as 1 / S - i t r ~ ~ h  in Diarncrer. Brief 
63-10429. March 1964. 

b. NASA Tech Note TN D-3319. FA4 Teieinerrj~ 
and Free-Flight Techniques f o r  Aerodrriarnic 
Measurenients in Conventional Wind Tuntieis. by 
Ronald J. Hruby, John B. McDevitt, Grant W. 
Coon, Dean R. Harrison, and Joseph H. Kemp, 
Jr., March 1966. 

Copies of these publications are for sale by the 
Clearinghouse for Federal Scientific and Technical 
Information, Springfield, Virginia 22 15 1 : Tech 
Brief $0.15; Tech Note $3.00. 
Inquiries concerning this invention may be di- 
rected to: 

Technology Utilization Officer 
Ames Research Center 
Moffett Field, California 94035 
Reference: B67- 10669 

Patent status: 
This is the invention of a NASA employee, and U.S. 

Patent No. 3027769 has been issued to him. Inquiries 
about obtaining license rights for its commercial 
development should be addressed to the inventor, 
Mr. Grant W.  Coon, at Ames Research Center. 

Source: Grant W. Coon 
(ARC- 10054) 
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For additional information on this system or other NASA developments 
which might be of interest, you are invited to contact the Technology 
Utilization Office of the nearest NASA Center. 

The Automated Patient Monitor System is coded as MFS-14552, and 
inquires concerning this particular concept should be directed to: 

National Aeronautics and Space Administration 
George C. Marshall Space Flight Center 
Marshall Space Flight Center, Alabama 35812 

Attn: Technology Utilization Office, MS-T 
MFS- 145 5 2 


